
User manuals in various languages (français, italiano, español, português, nederlands, 
türk, polski) can be found via our product search on: 
www.pce-instruments.com
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ASSEMBLY INSTRUCTIONS

1. Half-shell assembly 2. Half-shell disassembly

Assembly of extension sets

DISMANTLING INSTRUCTION „SET-UP FOOT“ 

Locking

Insertion of cap

Unlocking

Screwable (optional)

Release cap
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Ummontieren für Vertikalanwendung 
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1 x Fußkappe-l 2 x Kappe unten

Position für Horizontalanwendung: 
Fußkappe rechts:  HR (horiz. rechts) 
Fußkappe links : HL (horiz. links)
 

Schraube lösen

Ummontieren auf Vertikalanwendung: 
Fußkappe rechts:  VL (vertik. links) 
Fußkappe links :  VR (vertik. rechts)
 

Bei Vertikalanwendung:
Fußkappe rechts links montieren, 
Fußkappe links rechts montieren.

 

1 x Fußkappe-r

Kappensatz:  BOTEGO BO KS 3 

4 x Kappe oben
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3. Set of caps / Conversion of foot and application

Position for horizontal application:
Foot cap right: HR (horiz. right)
Foot cap left:  HL (horiz. left)

Release screw

Re-mounting for vertical 
application:
Foot cap right: VR (vert. right)
Foot cap left:  VL (vert. left)

For vertical application:
Assemble right-hand 
foot cap on left,
Assemble left-hand 
foot cap on right

Re-mounting for vertical application

Set of caps: 

Cap up

Cap down

Foot cap-r

Foot cap-l
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DISPOSAL

For the disposal of batteries in the EU, the 2006/66/EC directive of the European Parliament applies. Due 
to the contained pollutants, batteries must not be disposed of as household waste. They must be given to
collection points designed for that purpose. In order to comply with the EU directive 2012/19/EU we take 
our devices back. We either re-use them or give them to a recycling company which disposes of the devi-
ces in line with law. For countries outside the EU, batteries and devices should be disposed of in accordan-
ce with your local waste regulations. If you have any questions, please contact PCE Instruments.
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